Abstract. Limb sounding instruments play an important role for the monitoring of climate trends, as they provide a good vertical resolution. Traceability to the SI via onboard reference or transfer standards is needed to compare trend estimates from multiple instruments. This study investigates the required uncertainty of these radiation standards to properly resolve decadal trends of climate relevant trace species like ozone, water vapor and temperature distribution for the Gimballed Limb Observer for Radiance Imaging of the Atmosphere (GLORIA). Temperature nonuniformities of the onboard reference blackbodies, used 5 for radiometric calibration, have an impact on the calibration uncertainty. The propagation of these nonuniformities through the retrieval is analyzed. A threshold for the maximum tolerable uncertainty of the blackbody temperature is derived, so that climate trends can be significantly identified with GLORIA.
The calibrated spectral radiation L can be calculated from the measurements by dividing the measured radiation S by the gain g and subtracting the offset L 0 .
Impact of blackbody temperature uncertainty on radiances
The surface area of the backplane of the GLORIA blackbodies with a size of 126 mm × 126 mm is rather large. It is a 5 technically challenging task to get a completely uniform temperature distribution over this big area. In reality, the temperature varies across the blackbody, due to thermal gradients inside the backplane, the air flow around the pyramids and an imperfect temperature regulation.
If the true blackbody temperature T t bb = T bb − ∆T bb deviates from T bb , which is used for calculating g and L 0 , the true gain g t and true offset L t 0 differ from g and L 0 as follows:
with
and
15 This leads to a deviation ∆L of the originally calculated calibrated radiation L from the true calibrated radiation L t . The calibrated spectra can be expressed in terms of the "true" calibrated spectra
Thus, the deviation ∆L is
= L t (α − 1) − B(T t bb1 )α + B(T bb1 ).
This deviation is a combination of a scaling compared to the true calibrated measurements and an additive offset.
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If one blackbody measurement is replaced by a deep space measurement, the deviation simplifies to a simple scaling of the true calibrated measurements:
as the emission of deep space can be assumed to be effectively zero. 3 Impact of blackbody temperature uncertainties on retrieval results
Study Concept
A Monte Carlo approach (e.g. Metropolis and Ulam, 1949; Press, 1968) is used for this part of the study. Therefore, many random temperature fluctuations of the blackbodies are generated and the effects of these fluctuations on the retrieved climate variables are calculated. Afterwards, statistical information on the perturbed retrieval results is derived. Only vertical tempera-5 ture variations are taken into account, as the row averaged radiation is used for the standard GLORIA retrievals (see Sect. 2.1).
Consequently, a random temperature deviation is created for each vertical pixel around the measured mean blackbody temperature T bb . These deviations ∆T bb are defined over the detector through the covariance matrix COV with standard deviation σ and correlation length c:
10 with i and j denoting the 128 averaged rows of the detector. Examples for these temperature deviations ∆T bb are shown in Fig. 4 for different correlation lengths. A correlation length of 0 means completely uncorrelated deviations and infinity completely correlated (i.e., constant) ones. Due to the optical setup and the thermal conductivity of the blackbody surface, typical correlation lengths are expected to be in the range of 10 to 100 pixels.
256 random temperature distributions are generated for each pair of standard deviation and correlation length. These black-
15
body temperature deviations transform into radiation deviation distributions ∆L according to Eq. (14) .
This study uses atmospheric profiles from a climatology (Remedios et al., 2007) in the mid-latitudes to simulate infrared spectra as they would be measured by GLORIA at 15 km flight altitude. The GLORIA Measurement Simulator uses vertical profiles of relevant trace species and of pressure and temperature from the climatology and combines them in a forward model with the GLORIA measurement geometry. This results in one infrared spectrum for each of the 128 vertical pixels.
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Typical noise values of the GLORIA instrument are added to these spectra. These synthetic measurements are transferred back into to the geophysical quantities of temperature and trace gas volume mixing ratios according to the retrieval setup described in Ungermann et al. (2015) for the GLORIA dynamics mode. A gain matrix G is calculated in this retrieval process, which correlates measurement deviations (∆L) with retrieval result uncertainties (∆x). As the radiation errors caused by the blackbody inhomogeneities are small compared to the simulated radiations, the retrieval can be linearized and the retrieval gain 25 matrix G can be assumed to be constant for the small deviations ∆L around the original radiation (Rodgers, 2000) . Therefore, the influence of the blackbody temperature deviations on the retrieval result of atmospheric trace gases and temperature can be calculated as follows:
The retrieval uncertainty distribution is estimated through a fit of a Gaussian shaped probability distribution to the 256 ∆x
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vectors of each pair of correlation length and standard deviation of the original ∆T bb distribution. This allows to estimate general structures of the measured species. For some scientific use cases, like for example gravity wave research, this is more acceptable than errors with short correlation lengths.
The standard deviations of the results depend strongly on the retrieved species. For typical correlation lengths of the GLORIA blackbody temperature deviations (10 to 100 pixels) the accepted threshold of 2 % error for the ozone retrieval is reached for standard deviations of 0.2 -2 K. Therefore, a required threshold of 200 mK and a target of 100 mK for the temperature standard 
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Thus, for the GLORIA instrument and the applied retrieval setup, the ozone retrieval sets the threshold requirement of the blackbody uncertainties to 200 mK and the desired target to 100 mK.
Blackbody Characterization
The absolute radiance temperature of the GLORIA onboard reference blackbodies is regularly calibrated at the PhysikalischTechnische Bundesanstalt (PTB), the national metrology institute of Germany. A rigid and thorough calibration procedure 15 has been established to characterize and calibrate the blackbodies traceable to the national standards of temperature and the international temperature scale ITS-90. The surface radiation temperature is directly measured and compared to blackbody radiation from high-quality cavity radiators linked to the primary standards of temperature radiation (Monte et al., 2014) .
Additionally, the blackbodies are spectrally characterized.
For this purpose, the blackbodies are mounted in the source chamber of the reduced background calibration facility (RBCF).
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The RBCF serves as facility for the measurement of spectral radiance and radiation temperature of radiation sources and the signal temperature characteristic of radiation thermometers under reduced infrared background radiation in a temperature range from -170 • C to 430
• C traceable to the ITS-90. Its major vacuum components are a source chamber, accommodating the blackbody reference radiators; an optomechanical unit, allowing folding mirrors and an optical chopper to be inserted into the line of sight; a beam line; and a detector chamber, which houses the Vacuum Infrared Standard Radiation Thermometer (VIRST). Additionally, an off-axis ellipsoidal mirror in the detector chamber allows the imaging of the radiation from the source chamber into a vacuum FTS for spectrally resolved measurements.
The blackbody surface radiation temperature is measured with the Vacuum Infrared Standard Radiation Thermometer (VIRST). VIRST is a stand-alone transfer radiation thermometer which features a vacuum-insulated and thermally stabilized 
Effective emissivity of the blackbodies
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On the basis of the determined spectral radiances, a lower threshold value for the effective emissivity of the blackbodies can be calculated. Since no significant spectral features are found, the blackbodies can be considered to be gray bodies. Assuming an effective emissivity ǫ eff , the measured radiance of the blackbodies L meas is given as
with B(T BB ) and B(T amb ) being the Planck function of the blackbody and ambient temperature, respectively.
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The radiance of an ideal blackbody B(T BB ) can thus be calculated as:
This spectral radiance can be transformed in a radiance temperature by inverting Planck's law at every wavelength and yields a spectral distribution of radiance temperatures. This was done for the three effective emissivities 1.000, 0.997 and 0. wall coating has a significant slope, which is not the case for Nextel 811-21 (Adibekyan et al., 2017) , or if the temperature non-uniformity within the measured area is of a similar magnitude as the slope, i.e. 200 mK. To exclude the latter, lateral scans are performed with VIRST over the field-of-view of the spectrometer on a 6 x 6 grid with 4 mm step size. These measurements show a uniformity of the radiance temperature of better than 18 mK (peak to peak). Therefore, we conclude that the assumed effective emissivity of 0.995 is too low. The slope of the radiance temperatures for the assumed effective emissivity of 0.997 is 5 smaller but still significant. However, considering the uncertainties of the measurement and the VLTBB reference blackbody which are around 100 mK, we assume 0.997 as a lower limit for the effective emissivity of the GLORA reference blackbodies.
A non-perfect emissivity leads to deviations between the blackbody surface radiation temperature measured by VIRST and the temperature measured by the PT100 sensors if the ambient temperature differs from the one of the blackbodies. The effects of a non-perfect emissivity are therefore included in the temperature characterization measurements and handled as temperature 10 uncertainties.
Temperature characterization results
The measurement results for the different temperatures are shown in Fig. 7 for one of the blackbodies (BB1). The temperature measured by the PT100 sensors generally agrees with the temperature measured by VIRST within ± 100 mK. The measured radiation temperatures are generally higher than the measured contact temperatures when operating the blackbody below the 15 ambient temperature and vice versa when operating it above ambient temperature. This can be explained by the finite thermal conductivity of the aluminum and the Nextel coating, as well as a non-perfect emissivity. Furthermore there is a spread of about 30 mK between the 10 temperature sensors.
Two surface scans are shown in Fig. 9 , BB1 at -30 • C and BB2 at +20
• C. The temperature uniformity is within the required threshold of 100 mK, but BB1 shows a systematic deviation in the lower right area of the surface. BB2 at +20
• C is very uniform and dominated by noise. These two surface scans are used to estimate a realistic blackbody uncertainty including its distribution over the optical surface.
The detector lens of GLORIA is focused at infinity in order to provide a sharp picture of the horizon. Since the blackbodies are placed closely to the spectrometer, the optical surface is not sharply imaged onto the detector. One detector pixel 'sees' a spot of about 30 mm diameter on the blackbody surface. In order to quantify the blackbody temperature uncertainty relevant This uncertainty has been used to calculate T bb and T t bb for each pixel and with this the radiance uncertainty for each pixel using Eq. 13.
Impact on retrieval
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The impact of the uncertainties as derived from the PTB measurements above has been quantified for a measurement flight of one of our recent campaigns. Here, we compare the retrieval results, i.e., derived trace gases, against retrieval results gained from radiances perturbed by calibration uncertainties. Rather arbitrarily, flight 14 from the POLSTRACC campaign of winter 2015/16 was chosen, as this flight covers both situations with rather high and rather low stratospheric temperatures and thus measured radiances. This flight took place on 26th February 2016. The retrieval setup used is described by Ungermann et al. 15 (2015) . We focus here solely on the climate relevant variables of temperature, water vapor and ozone.
The derived fields are shown in Fig. 10 . The results show rather typical stratospheric air masses for the time of the year.
The measured radiances are modified by applying Eq. (13) blackbody. The effect on one single measured radiance profile is depicted in Fig. 11 . The perturbations exhibit a spectral and spatial variation, as the introduced deviation depends on the measured radiance itself. In general, the relative deviations are smaller for strong lines like the CO 2 Q-branch at 793 cm −1 or the strong ozone lines around 1050 cm −1 and larger for the atmospheric windows. Continuing to the derived quantities, Fig. 12 shows the absolute and relative differences between the original and the perturbed retrieval results. For temperature a rather constant bias is introduced, which is in the order of the 5 threshold value of Tab. 1. For the trace gases, the relative difference is in the order of the target thresholds, except for ozone at lower altitudes, where the volume mixing ratios are very low. Looking at the median, which is less affected by outliers, the relative difference stays in average below the target threshold of 1 %. The results demonstrate that for the given inhomogeneity, the effect on the retrieval results stays in average below the thresholds and thus allows for long term studies of climate relevant variables.
Conclusions
This study has investigated the propagation of temperature deviations of the calibration blackbody through the GLORIA retrieval algorithm. A Monte Carlo approach has been used to derive uncertainty distributions of the retrieval results according 5 to differently shaped deviations of the blackbody temperature. The shape and strength of the derived uncertainty distributions depend on the correlation length and standard deviation of the blackbody temperature inhomogeneity. In order to be able to resolve typical trends in atmospheric species as temperature, ozone, and water vapor the maximum tolerable temperature deviation of the blackbody temperature from the mean value for a typical correlation length of 10 vertical detector pixels is at 200 mK with a target of 100 mK. These values are in the range of the measured temperature variations of the blackbodies used
